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Notice for Bid Amendment No.: 1

Date of Original Bid Publication: 26th Mangsir 2082

Bid Amendment No.: 1 Publication Date: 22" Poush, 2082

This is to notify all the concerned bidders/suppliers that certain provisions of the Bidding
Document. including Technical Specifications and/or other related clauses, under the
following procurement have been amended:

Name of Procurement: Supply, Delivery and Installation of Laboratory Equipment

Procurement Method:
National Competitive Bidding (NCB)
Single-Stage: Two Envelope Bidding Procedure

Invitation for Bids No.: CAL/NCB/G-02/2082-083
Contract Identification No.: CAL/NCB/G-02/2082-083

Interested and eligible bidders/suppliers are hereby informed that the amended provisions shall

f(.)rm' an integral part of the Bidding Document. All other terms and conditions of the original
bidding document remain unchanged.

The detailed amendment can be obtained from the Public Procurement Monitoring Office

PP
; MO) e-GP system at www.bolpatra.gov.np/egp and/or from the office of Central
gricultural Laboratory, Hariharbhawan, Lalitpur during office hours.

Bid
ders are requested to take note of the above amendment while preparing and submitting their

bids.
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Invitation for Bids No.: CAL/NCB/G-02/2082-083

Name of Procurement: Supply, Delivery and Installation of Laboratory Equipment

Date of Original Bid Publication: 26th Mangsir 2082

The Following Technical Specification of Graphite furnace with autosampler for AAS have
been amended:

B Relevant Clause No / Name 7Exi§ting [

' S.N Modified Clause
Clause

1. Section V: Schedule of |- | Addition to Technical
‘Requirement; Detailed Technical Specification of Graphite
Specifications and Standard; furnace with Autosampler for |
| Package B: Technical AAS after point no: 3.7 |

Specification for Graphite furnace 3.8. Accesssories:

- with autosampler for AAS Manufacturers

recommended Chiller
system with 10 KVA
online UPS system
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